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22-May-2013 

M1291-1252 Rev C.00 - Update.exe 

Version C 

The updated version of BioCommand SFI allows for the 

correct interpretation of values when used with European 

operating systems while continuing to report values on US 

operating systems. This improved version also allows 

BioCommand SFI to be used with up to 2 each New 

Brunswick S41i CO2 Incubator Shakers. 

 

It trends and archieves critical data including temperature, 

speed and gas concentration but does not provide batch 

control.  

 

Instructions 

Determine which software version is currently installed in your controller: 

• End all running batches on BioCommand SFI 

• Select Help -> About 

• View version information 

• Close BioCommand SFI and any other software that is related to SFI OPC server 

If the installed software is lower than the latest version listed above, perform the upgrade as 

listed below. You may want to print this page for easy access to the instructions while you 

work. 

1. Go to the Saved file on your hard drive and double click the file 

2. Pop up menu comes up – Select Run 

3. From the pop up menu - under "Unzip to folder" – click "Browse" and select desired 

location on your hard-drive (suggest "desktop") 

4. Select Unzip button and Okay 

5. After download is complete select "Close" to close the dialog box 

6. Open the folder ‘M1291-1252 Rev C.00 – Update’ created on your hard drive. 

7. Select setup.exe and follow instructions. 

8. After the installation is complete, start BioCommand SFI. 

9. Verify that the new version is installed by viewing Version information in Help -> 

About. 

10. BioCommand will now be running with the new version that was installed on your PC. 

Congratulations! You have installed the latest performance enhancements. Check this page 

regularly for new revisions. 


