
  ThermoStat plus – Short Instructions
These short instructions may only be used by trained personnel who are familiar with the 
operating manual and the device. Observe the safety precautions.

Control element overview

Simple tempering

After the device has been switched on, it is in simple tempering mode.

 

1 Adjust temperature
2 Adjust time
3 Open program function
4 Start or stop run

1 Phase number
2 Target temperature value
3 Tempering duration
4 Actual temperature value

1 Temperature change phase number
2 Target temperature value
3 Temperature change phase duration
4 Current actual temperature value

1. Adjust the temperature using the "Temp." arrow keys.
The temperature between –5 °C and 99 °C is readjusted 
immediately. In addition you can switch on the timer.

2. To start the timer, press the "Start/Stop" key. 
The control lamp illuminates in green. The tempering duration 
("--h : --m") is displayed.

3. To stop the timer, press the "Start/Stop" key. 
The timer is no longer shown in the display and the control lamp 
goes out. The tempering continues with the target value set. The 
values remain stored even after the device has been switched off. 

ThermoStat plus

Temp. Time

Start/StopProgr.

3 421

1 2 3 4

1 2 3 4

20° C 20° C

37° C 26° C

Temp.

37° C
00h: 12m

37° C

Start/Stop

37° C 37° C

Progr.

Start/Stop



  ThermoStat plus – Short Instructions

ep
pe

nd
or

f
 is

 a
 re

gi
st

er
ed

 tr
ad

em
ar

k.
53

52
 9

00
.0

62
-0

0/
01

08
·P

rin
te

d 
in

 G
er

m
an

y
·P

rin
te

d 
on

 c
hl

or
in

e-
fre

e 
bl

ea
ch

ed
 p

ap
er
Your local distributor: www.eppendorf.com/worldwide
Eppendorf AG · Germany · Tel. +49 40 538 01-0 · E-Mail: eppendorf@eppendorf.com

Programmable tempering

In addition to simple tempering you can also create a program with up to 4 different automatically 
sequenced phases. Here you can adjust the desired temperature and the desired tempering 
duration. 
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