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Performance comparison
The isolation performance of the automated Eppendorf 
MagSep Tissue gDNA Kit was compared to two widely used 
silica column based kits and the manual method using the 
same reagents. Figure 5 clearly shows that the magnetic 
bead-based methods (both automated and manual) yielded 
up to twice as much DNA with purities comparable to the 
silica column methods, with higher reproducibility of the 
automated method.

Reproducibility
In a separate experiment, DNA isolated from 24 mouse tail 
clippings (10 mg each, combined in a master lysate) using 
the Eppendorf epMotion M5073 showed yields from 16.6 – 
17.8 µg, with an average yield of 17.3 µg and a CV of  
2.09 %, giving evidence for a high consistency of the auto-
mated method (Figure 4a). The obtained genomic DNA was 
of high molecular weight as indicated by a distinct band and 
the absence of low molecular weight smear in gel electro-
phoresis (Figure 4b).
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Genomic DNA was isolated from 24 mouse tail samples, 10 mg each. The aver-
age yield was 17.3 µg gDNA with a CV value of 2.09 %, giving evidence for a 
high level of consistency over 24 replicates. Each symbol represents the DNA 
yield of one sample; grey bars denote the average yield +/- 1 SD.

Figure 5: DNA yields achieved with different methods
Genomic DNA was isolated with different methods from 10 mg mouse tail sam-
ples. For each method 6 samples were processed in parallel. Other supplier’s 
methods a and b were based on silica column technology. DNA yields obtained 
by the magnetic bead based manual and automated methods were considerably 
higher than the yields from silica column based methods.

Tissue type Mean DNA Yield (n=6) Mean DNA Purity (n=6)
[µg] %CV (A260/280) %CV

Mouse liver 33.0 5.83 1.67 3.31
Mouse kidney 17.8 12.82 1.72 2.59
Mouse spleen 28.8 4.75 1.89 0.72
Mouse tail 13.5 2.85 1.84 1.00

Figure 3: DNA yields from various tissue types
Genomic DNA was purified from 10 mg mouse tissue samples using the Eppen-
dorf MagSep Tissue gDNA Kit on the epMotion M5073. Each bar represents the 
average DNA yield with standard deviations from six replicates.

Table 1: Yield and Purity of DNA Figure 4b: High quality genomic DNA
On a 1 % agarose gel 7.5 µL out of 75 µL mouse tail gDNA eluates were sepa-
rated electrophoretically. The obtained DNA displayed a high molecular weight 
as indicated by the absence of low molecular weight smear. DNA size standard: 
Lambda HindIII (Fermentas).
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Figure 7: No cross contamination detectable
Real-time PCR products were loaded on a 1 % agarose gel and separated elec-
trophoretically. Only eluates originating from tissue samples showed  
expected amplification of a 212 bp product, PBS filled positions did not show 
any amplification.
M: DNA size standard, 1 kb Ladder (Fermentas), + denotes tissue sample, - de-
notes PBS and NC denotes the PCR negative control.

Conclusion
The Eppendorf epMotion M5073 system in combination 
with the Eppendorf MagSep Tissue gDNA Kit allows the 
user to conveniently and efficiently purify genomic DNA 
from tissue and cell samples with minimum hands on time 
and a maximum level of automation.  
A broad range of sample material can be processed and re-
producibly yields large amounts of high quality, ready to use 
genomic DNA. For a 24 samples run overall consumption of 
1000 µL tips is reduced from 124 to 76 by the implementa-
tion of the Eppendorf SafeRack that allows re-using tips 
during a run, directly decreasing the cost per sample. The 
safety and reliability of this feature was proven by the fact 
that no cross contamination was detectable by real-time 
PCR.

Due to the flexibility and usability of the system – 1 to 24 
samples can be processed; reagents are supplied ready to 
use in a tray and recappable, assistant guided run setup - 
the epMotion M5073 and the Eppendorf MagSep Tissue 
gDNA Kit form an attractive automation bundle for low to 
medium throughput DNA purification requirements from a 
broad variety of sample types.
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Cross contamination analysis
DNA samples obtained from tissue samples gave a positive 
real-time PCR signal with a CP value around 23, whereas 
signals with CP values >35 were obtained from eluates that 
originated from PBS pre filled positions, indicating the 
absence of cross contamination (Figure 6). This finding was 
also verified by melt curve analysis and by the absence of 
PCR products as shown by gel electrophoresis (Figure 7).

Figure 6: No cross contamination detectable
5 mg tissue samples were processed in a checkerboard pattern along with PBS, 
re-using the tips. The final eluates were diluted 1:10 and used in a real-time PCR 
to amplify a 212 bp fragment. Specific amplification was only detectable for po-
sitions with tissue lysates (red); from PBS filled positions no specific amplifica-
tion was obtained (blue). Real-time PCR was performed on a Roche LightCycler 
system.
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Your local distributor: www.eppendorf.com/contact 
Eppendorf AG · 22331 Hamburg · Germany 
E-mail: eppendorf@eppendorf.com

Fermentas® is a registered trademark of AB Fermantas Corporation.  
Eppendorf®, the Eppendorf logo, epMotion®, epT.I.P.S.®, Eppendorf BioSpectrometer®, Eppendorf Thermomixer®, Eppendorf Tubes® and Eppendorf LoBind® are registered trademarks of Eppendorf AG, Hamburg, Germany.  
Eppendorf μCuvette™ , Eppendorf BioSpectromter kinetic ™ and Eppendorf Thermomixer comfort ™ are trademarks of Eppendorf AG, Hamburg, Germany. 
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Ordering information
Description International  

Order no.

North America  

Order no.
epMotion® M5073
for automated nucleic acid preparation of 1–24 samples with Eppendorf MagSep Kits, 100–240 V/50–60 Hz, 
with Control-Panel, Software epBlue and Prep-Assistants, TS 50, TS 1000, PrepRack, ReagentRack, Rack 24 
Eppendorf Safe-Lock Tubes

5073 000.205 5073 000.205

Centrifuge 5424 5424 000.410 022620401

Eppendorf µCuvette™ G1.0 6138 000.018 6138000018

Eppendorf BioSpectrometer® kinetic 6136 000.002 952000006
Thermomixer® comfort 5355 000.011 6136000010

Thermoblock, 24 x 2.0 mL 5362 000.019 022670107

MagSep Tissue gDNA Kit 0030 450.000 022670549

2 mL DNA LoBind® Tubes 0030 108.078 0030 450.000

epT.I.P.S.® Motion Filter SafeRacks 1000 µL 0030 014.650 022431048

epT.I.P.S.® Motion Filter SafeRacks 50 µL 0030 014.618 0030 014.650
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